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Abstract-The line-focus-beam u l t r e o p i c  material  char- 
acterization (LFB-UMC) system is applied t o  compare a n d  
evaluate tolerances provided independently for t h e  Cur ie  
tempera ture  Tc and lattice constant a to evaluate commer- 
cial LiTaOs single crystals by measuring t h e  Flayleigh-type 
leaky surface acoustic wave (LSAW) velocities VLSAW. T h e  
relationships between VLSAW, and Tc and a measured by 
individual manufacturers were obtained experimentally us- 
ing 42OYX-LiTaOs wafers a s  specimens from th ree  crys- 
tal  manufacturers. In  addition, t h e  relationship between 
VLSAW and SH-type SAW velocities VSAW tha t  are  actu- 
ally used for t h e  SAW device wafers was obtained through 
calculations, using t h e  chemical composition dependences 
of t h e  acoustical physical constants for LiTaOs crystals re- 
ported previously. T h e  result of a comparison between t h e  
Tc tolerance of f S ° C  and  t h e  a tolerance of f0.00002 n m  
through t h e  common scale of VLSAW or VSAW demonst ra ted  
t h a t  t h e  a tolerance is 1.6 t imes larger t han  t h e  To toler- 
ance. Furthermore,  we performed a standardized compari- 
son of statistical da t a  of Tc and a for LiTaOs crystals grown 
by two manufacturers during 1999 and  2000, using VLSAW. 
T h e  results clarified the differences of the average chemical 
compositions and of t h e  chemical composition distributions 
among t h e  crystal ingots between t h e  two manufacturers. 
A guideline for t h e  standardized evaluation procedure has 
been established for t h e  SAW-device wafer speeiflcations by 
t h e  LFB-UMC system. 
I. INTRODUCTION 
The rapid spread of mobile communications on a global 
scale in recent years has increased the demand for sur- 
face acoustic wave (SAW) devices used for these commu- 
nications systems [1]-[3]. As the performance of SAW de- 
vices depends not only on the device fabricat,ion processes 
but also on the homogeneity of the chemical and physi- 
cal characteristics of the substrate materials themselves, 
production of single crystals highly homogeneous in chem- 
ical coniposition is very important from t,he technological 
point ofview. Furthcrmore, it is necessary to develop large- 
diameter, high-quality crystals to nmet thc requirenients 
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for SAW devices, such as compactness, higher-frequency 
operation, and low cost. It is also important to  develop a 
new method for evaluating their elastic homogeneity. 
In present industries, the chemical compositions of 
LiTaOg and LiNbOg single cryst.als are evaluated mainly 
using the Curie temperature Tc, which is measured by 
thermal analysis methods such as differential thermal anal- 
ysis (DTA) and differential scanning calorimetry (DSC). 
Some manufacturers use the lattice constant a measured 
by X-ray diffractometry for evaluation. Controlling the 
chemical composition ratio is difficult, and some variations 
in chemical composition ratio can occur, even in crystals 
grown by a single manufacturer, due to slight fluctuations 
in the growth conditions. Therefore, it is necessary to  se- 
lect or evaluate grown crystals by measuring Tc or a to 
obtain substrates with the required characteristics. How- 
ever, the relationship between Tc and a and the interrela- 
tionships among these and the SAW velocities I+, have 
not yet been clarified; and at present, measurement errors 
in each evaluat.ion approach as well as the tolerances in 
the evaluated results differ from one manufacturer to an- 
other. For that reason, the property distributions in and 
among substrates that are supplied vary from one mann- 
facturer to another, and users must consider this to be a 
primary cause for the lowered yield in the fabrication of de- 
vices. It is important to clarify the relationships among the 
chemical and physical charact.eristics, such as the chemical 
composition, Tc, a, and V,.A.~F, and to compare and review 
the tolerances for various characteristic values under stan- 
dardized specifications. 
We have been studying the devclopment and applica- 
tion of a highly precise material characterization technol- 
ogy incorporated in the line-focus-beam ultrasonic matc- 
rial characterization (LFB-UMC) system [4], 151. We have 
so far achieved various results, niainly for LiNbOs and 
LiTaOJ single crystals [6]-[14]. Specifically, we evaluated 
127.86' rotated Y-cut X-propagating (128°YX)-LiNb03 
1151 and X-cut 112.2" rotated Y-propagating (X-112' Y)- 
LiTaOs [16] wafer substrates that are widely used for SAW 
devices. These evaluations identified, with great acciirac 
sonic variations caused by the chemical composition ratio 
changes and some serious problems in the poling process as 
the changes of leaky surface xoustic wave (LSAW) veloci- 
ties VLs~w [7]: 1141. Howcver, the variations of VL~AW due 
to the chemical composition i:hanges depend on the surface 
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orientation and wave propagation direction. Therefore, it 
has been necessary t o  experimentally obtain the relation- 
ships (calibration lines) between the chemical composition 
ratios and VLSAW for required surface orientations and 
propagation directions [8]-[11], [13], [14]. It is important 
to  determine the elastic homogeneities as VSAW variations 
to evaluate materials for SAW devices. Measurements in 
the LFB-UMC system are performed with water loaded on 
the surface of the specimen from its principle of operation. 
Therefore, the VSAW of the propagation mode (particularly 
the SH type [17]) actually used in SAW devices cannot be 
evaluated directly using Rayleigh-type LSAWs efficiently 
excited on the surface [lo]. VSAW for the desired surface 
specimens and propagation directions has been measured 
conventionally by adopting a common method of forming 
interdigital transducers (IDTs) [ZS], [IS] on the substrates. 
However, this method is not the best one for evaluation 
because it is time consuming to fabricate IDTs, it, is not. 
suitable for two-dimensional inspection on the substrate, 
and it cannot exclude the additional variations introduced 
through the IDT fabrication process when attempting to 
obtain the intrinsic acoustic characteristic variations of the 
substrat.e itself. 
We recently determined the chemical composition de- 
pendences of the acoustical physical constants for LiNbOa 
and LiTaOs single crystals 1201. This enables us to obtain 
the chemical composition dependences of VLSAW and VSAW 
for an arbitrary surface orientation and propagation direc- 
tion by numerical calculations. It also enables us to obtain 
the relationship of V&w or VSAW with the chemical com- 
position ratios. Therefore, by converting the Rayleigh-type 
variations; measured by the LFB-UMC system, into 
VS/SAW variations, we can evaluate both Rayleigh-type SAW 
device materials and SH-type SAW device materials prop- 
erly. 
To evaluate the chemical composition of LiTa03 single 
crystals in this study, we attempt a standardized compari- 
son and evaluation of the tolerances of Tc and a, indepen- 
dently provided by individual manufacturers, by means 
of the Rayleigh-type V L S A ~ ;  measured using the LFB- 
UMC system. SH-type 42' rotated Y-cut X-propagating 
(4YYX)-LiTa03 single crystal wafer substrates [Zl], 1221 
were adopted for demonst,ratiom. 
455 
11. RELATIONSHIP BE~WEEN LSAW 
A N D  SAW VELOCITIES 
We recently reported on the chemical composition de- 
pendences of the acoustical physical constants (elastic con- 
stant, piezoelectric constant; dielectric constant, and den- 
sity) for LiNbOs and LiTa03 single crystals [20]. This in- 
formation enables us to obtain the chemical composition 
dependences of acoustic properties for an arbitrary surface 
oricntation and propagation direction t,hrough tlicoretical 
calculations. It also enables us to estiniate the changes 
i n  SH-type VS/SA~~ by calculations horn the cxperirrientally 
obtained changes in Rayleigh-type VLs~w.  We apply this 
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Fig. 1. Calculated Liz0 concentration dependences of LSAW and 
SAW velocities for 42OYX-LiTaO3 single crystals. Circles: LSAW, 
dots: SAW, solid lines: approximated lines obtained by the least- 
squares fitting to each set of the calculated data. 
method t.o 420YX-LiTa03 wafer substrates for SH-type 
SAW devices. 
Fig. 1 shows the calculated results of the chemical com- 
position dependences of Rayleigh-type VL~AW as circles 
and SH-type VSAW as dots for 42OYX-LiTa03 wafers. The 
numerical calculations were conducted according to  the 
methods in the literature [23] for LSAW and [24] for SAW 
using the constants reported in the literature [20]. The 
straight lines are the approximated lines obtained by the 
least-squares fitting to each set of the calculated data. The 
calculated values of VLSAW and VSAW tend to  increase lin- 
early as the Li20 content M(Li20) increases, and the rela- 
tionships of V&W and VSA" to M(Liz0) are obtained as 
22.8 (LSAW-m/s)/mol% and 42.4 (SAW-m/s)/mol% from 
the gradients of the approximated straight lines. We here 
use the unit expressions of LSAW-m/s and SA\V-m/s to 
discriminate VLSAW from VSAW. A comparison between 
VLSA," and VSAW reveals that VSA~V ha,s a greater de- 
pendence on the clmnges in chemical composition ratio. 
This result is closely related to the fact that, although the 
components of the acoustical physical c0nstant.s associated 
with the SH-type VSALV are the same as those associated 
with the Rayleigh-type VLS~W,  they contribute differently 
to  the two velocities because of the different mode con- 
ditions, resulting in the very large electromechanical cou- 
pling factor for the SH-type SAW and almost zero for the 
Rayleigh-type SAW and LSAW [lo], [17], (231, [24]. From 
the results shown in Fig. 1, we can obtain the relation- 
ship between VLSAW and VSAW, i.e., the ratio of the SH- 
type VSAW to VLSAW around the congruent composition, 
a.7 1.85. This enables us to obtain VSAIV theoretically by 
measuring VLSAW with the LFB-UMC system. 
Authorized licensed use limited to: TOHOKU UNIVERSITY. Downloaded on February 4, 2010 at 00:59 from IEEE Xplore.  Restrictions apply. 
456 LEER '~RARSACTIONS ON ULTRASONICS, FERROELECTRICS, A N D  PREQIJENCY CONTROL, VOI.. 49, NO. 4: APRIL 2002 
111. LFB-UMC SYSTEM 
The measurement principle of the LFB-UMC system 
was presented in detail in the literature 141. The LSAW 
propagation charact~eristics (viz., phase velocity and at- 
tenuation) can be obtained by measuring and analyzing 
the transducer output of V(z) curve, obtained as a func- 
tion of the relative distance z hetwecn the LFB ultrasonic 
device and the specimen. Errors in the rrioverncnt of the 
mechanical translation z stage and in the measurement of 
the temperature of the water used as the coupling material 
between the ultrasonic device and the specimen arc the pri- 
mary error factors for LSAW vclocity measurement,s. We 
have developed a ncwer system [5] to  minimize the errors 
in measurements of the couplant temperature by installing 
the whole mechanical system, including the iiltrasoriic de- 
vice and specimen, in a temperature-controlled chamher 
to stabilize the temperature environment. 
The system uscd at this timc is the newest system and 
achieves the highest accuracy among thc LFB-UMC sys- 
tems that we have developed. In the previous system, we 
accurately measured the translation distance using a laser 
interferometer by adopting a stage of an air-hearing system 
with superior straightness of translation for the t stage 151. 
In contrast, we used a ball-hearing system for the z stage 
in the newest system, and gave sufficient rigidity to the z 
stage and the support to fasten the z stage. We measured 
the rclativc phase changes of the signals reflected from the 
reflector as a function of the distance t to compare the 
translation characteristics between the two stages, using a 
techniquc that employs a planc wave ultrasonic device op- 
erating at 200 R4Hz [25 ] .  Fig. 2 shows the results obtained 
by subtracting the phase changes duc to propagation of 
.longitudinal waves in water from the measured phases. 
Thc results in Fig. Z(a) exhibit a constant phase varia- 
tion width of 12 '  around relative phase zero regardless 
of the position of z.  In cont,rast, the results in Fig. 2(h) 
present different characteristics, depending on the posi- 
tion of z, with relatively large iimdulations of changes in 
the relative phases, reflecting the effects of slight pitch- 
ing and yawing of the z-stage using the hail-bearing sys- 
ten1 with the translation. However, the variation width of 
the relative phases within the small range of z is slightly 
smaller than that in Fig. 2(a). This comparison suggests 
that the stage of the air-hearing system is superior to  the 
stage of the hall-hearing system in straightness. However, 
the variation width of the relative phases within the small 
range of z is smaller in the hail-hearing system, apparently 
because the control of the stage by compressed air hcks 
mechanical stability. The straightness of the z stage in the 
newest system was estimated to he 3 x lo-' rad/" by 
the Hewlett Packard ultra-high precision laser measnre- 
ment system; that of the air-hearing system was better 
than 1 x rad/" [5]. 
The newest system also accurately positions the z stage 
with a resolution of 10 nni using a semiconductor laser 
interferometer (LiVID100: Olympus Optic$ Indiistry Co., 
Tokyo, Japan). Though this is inferior in terms of resolu- 
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Fig. 2. Relative phase variations c,f the z-stages with translation dit 
tected by the phase measurement using ultrasonic planc waves at 
200 MHe. (a) Air bearing; (b) ball hearing. 
tion and stability to  the He-Ne laser interferometer used in 
the previous systcm [ 5 ] ,  it achieves sufficient nieasuremerit 
accuracy at a relatively low cost. A network/spectrimi an- 
alyzer (Model HP-4395A, Hewlett-Packard Co.) was used 
&q the receiver for complex measurements, and a spec- 
trum analyzcr (Model HP-8568B, Hewlett-Packard Co.) 
was used for amplitude measurements. Other electrical 
circnits are hasically the same as those stated in the lit- 
erature [SI. Though V(z) ciirves can he measured as ei- 
ther amplitude type or complex type, the measurement 
of the amplitude-type V(z) curve was adopted basically 
hecause of its greater reproducibility. As a result, a reso- 
lution in VLsAw me;rsiirements a t  an arbitrary single cho- 
sen point on the surface 01' the specimen was improved 
to &0.0013%   MU,^ is the standard deviation) in this 
system, compared to &0.002% in the previous system. In 
addition, a resolution of +0.003% was achieved within a 
two-dimensional, continitous-scanning area of 75 mm x 75 
mui. The absolute accuracy of the acoustic velocities af- 
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TABLE I 
CURIE TEMPERATURE Tc FOR L I T A O ~  SINGLE CRYST4LS 
PRODUCED A N D  MEASURED UY MAXUFACTUREK A. 
‘157 
TABLE 111 
LATTICE CONST.ANT a FOR Ll’rAo3 S l X G L E  CRYSTA1.S P R O D U C E D  
AND MEASURED BY ~ I A N U F A C ~ U R E K  c. 
TclOCi 
Crystal No. Top Bottom 
A- 1 603.2 604.0 
A-2 603.9 604.8 
A-3 604.7 605.8 
TABLE I1 
CURIE TEMPERA-IVRE Tc FOR LITAO~ S1NGI.E CRYS1Al.S 
PRODUCED AND hlmsuneu BY I\l.mw~munm E. 
TcIoCl 
Crystal Nu. (Bottom) 
R- 1 604.4 
B-2 608.1 
B-3 611.0 
ter system calibration using the standard specimen was 
around + O . O l %  [26]: [27]. 
IV. EXPERIMENTS 
A .  Specimens 
The 4Z0YX-LiTaO3 wafers produced by three manufac- 
turers (A: B; aiid C) were taken as specimens. The crystals 
were growii by the Czochralski method. Manufacturers A 
and B evaluate thc crystals by measuring Tc, while inan- 
ufacturer C does so by mcasuring a. A total of six wafer 
substrates taken from the top and bottom of three crys- 
tals with different TC werc prcpared as t,he specimeus of 
nianufacturcr A; a total of six wafer substrates, two wafers 
from each crystal, taken at arbitrary positions froni thrce 
crystals with significantly different Tc, were prepared as 
t,he specimens of manufacturer B; and a total of 20 wafer 
substrates, taken from the top and bottom of five crysbals 
with diffcreiit a were prepared as the specimens of manu- 
fact,urer C. The Tc aid (I were mcasured by the respective 
manufacturers. Each substrate was about 0.35.” thick. 
The dianietcr of each substrate made by nianufacturcrs 
A and B was 76 rum; that made by manufacturer C was 
100 min. Detailed values of Tc and n for the speciniens 
are shown in Tables I to 111. Thc Tc for the specimens of 
manufacturer A was measured both at the top and bottom 
of the crystals; TC of manufacturer B and a of manufac- 
turer C were measured for the remaining materials at the 
bottom of the crystals after the slicing process. 
B. Measurements 
The velocities of LSAWs propagating along the crys- 
tallographic X axis werc measured for a11 the wafer spec- 
a lnml . .  
Crystal No. (Bottom) 
C- 1 0.515379 
C-2 0.515381 
C-3 0.515384 
c-4 0.515386 
c-5 0.515390 
3’29 1 8 r-l 
3174 25 u 
1,: 605.8”C 
%- : Bonom k -0- :Top rc : ~ . P C  
-40 -20 0 20 40 -40 -20 0 20 40 -40 -20 0 20 40 
POSITION [mm] 
Fig. 5. LSAW velocity ilistributiuns for 4?’YX-LiTa03 wafers pre- 
pared from three ingots produced hg manufacturer A. 
imcms at five measurement points positioned at intervals 
of 10 mm over a rangc of &Z0 mm in the diameter direc- 
tion parallel to the X axis. Serious effects of the waves 
reflected from tlie back surface of the specimen could be 
observcd because of the thickness (0.35 r u m )  of the spcc- 
inieus. Therefore, we obtaincd incasurcd values after re- 
moving tlie effects of reflections from the hack surface by 
applying thc moving averagc processing to the frcquency 
dependence of VLSAW measured at 0.5-MHz steps over a 
rarigc of 215 to 235 MHz [ZS] and performing additional 
system calibration [26]. 
Fig. 3 shows the results of the VLSAXT distributions mca- 
sired on the wafers made by manufacturer A. The vcloc- 
ities vary slightly with the positions, and thc variations 
on thc wafcrs were 0.13 to  0.18 m/s. Thc substrates on 
the bottom sidcs of all thc crystals tended to have higher 
VLSAVJ and Tc than thosc for the substrates on the top 
sides. In addition, VLSAW increased as TC rose. 
Fig. 4 shows the V L ~ A W  distributions meamred on 
wafers made by manufacturer B. The profiles of all the 
wafers exccpt the B-3 No. 2 specimen were vcry flat, and 
the V‘SAW variations on thc wafcrs were within 0.1 mls. 
The VLSAW variation on the B-3 No. 2 specimen was 0.23 
m/s. For these wafcrs, VLSAW incrcased as Tc rose. 
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Fig. 4. LSAW velocity distributions for 42OYX-LiTa03 wafers pre- 
pared from three ingots produced by manufacturer B. 
Fig. 5 shows the VLSAW distributions measured on the 
wafers made by manufacturer C. In each crystal, the dif- 
ferences in VL~AW between any two adjacent substrates 
on the top and bottom sides were very small, with sub- 
strates exhibiting similar profiles. The VLSAW variations 
measured on the wafers were 0.07 to 0.32 m/s. The sub- 
strates on the bottom sides of all the crystals tended to 
have higher VL~AVJ than the substrates on the top sides. 
An examination of the relationships of VLs*w with a indi- 
cates a trend wherein VL~AW decreases as (I increases, and 
the differences in VLSAW between the substrates on the top 
and bottom sides become smaller. 
C. Relationship between Curie Temperature 
and LSAW Velocity 
Fig. 6 shows the relationship between the Tc data in 
crystals made by manufacturers A and B arid the average 
values of VLSAW measured at five points on each wafer. 
These suggest that VLSAW increases as TC rises. When an 
approximated straight line is drawn for each set of the re- 
sults for manufacturers A and B; the gradients of the two 
lines are ahnost equal, 1.9Z°C/(m/s) for manufacturer A 
and 2.09"C/(m/s) for manufacturer B. The Tc of man- 
ufacturer B was measured ta be about 2°C higher. This 
is probably due to some differences in the inst,rurnents, 
methods, and conditions for measuring TC between man- 
ufacturers A and B. We have no information on the exact 
wafer positions in the crystal boules of manufacturer B; 
therefore, some errors for TC should exist due to the dif- 
ferent measurement positions in the ingots. In contrast, 
for the wafers made by manufacturer A,  we know that the 
positions of wafers used for VLSAW measurements arc next 
to the measurement point of Tc, so the errors due to the 
The relationship between Tc and VLSAW for 42"YX 
LiTaOs can be determined as 1.7O0C/(m/s) using the 
relationship between the Li20 contents M(Li2O) and 
for 42"YX LiTaOa calculated in Fig. ](a), 22.8 
(LSAW-m/s)/mol%, and the relationship between Tc and 
M(Liz0) in the literature [29]. This result is slightly 
smaller than the results obtained in Fig. 6 for manufac- 
turcrs A and B. However, the Tc range of 11.9"C that is 
used to obtain the approximated straight line is broader 
than those of 2.VC for mannfacturer A and 66°C for man- 
ufacturer B. The result of the gradient obtained for the 
broader range ha5 higher reliability, when considering the 
measurement errors of about i 1 " C  for ?b, Therefore, we 
adopt 1.70°C/(m/s) as the relationship between Tc and 
V L s * ~  for 42"YX LiTaOs. 
D. Relationship between Lattice Constant 
and LSAW Velocity 
Fig. 7 shows the relationship between a measured 
by manufacturer C and the measured average values of 
VLs~\". The VLSA~V decreases as a increases. The approxi- 
mated straight line obtained by the least-squares method 
for the results on the top sides (circles) is denoted by a 
dotted line, arid that for the results on the bottom sides 
(dots), by a solid line. The gadients of the two straight 
lines are -9.76 x nrn/(m/s) for the dotted line and 
-7.02 x nm/(m/s) for the solid line, corresponding to 
the differences in VLSAW at the top and bottom positions 
of the ingots. Thus: it is clear that the lattice constant of 
a = 0.515379 nm for the crystal C-l niight not be mea- 
sured properly, reflecting some problems in the measuring 
conditions and accuracy with the X-ray diffractornet,er sys- 
tem used for the measurements, as the measnrement accii- 
racy of V L S A ~  is 10 .1  m/s or less. We adopted the approx- 
imated line for the wafer 011 the bottom side (solid line) 
as the lattice constants a were rncasnred in the remaining 
materials located near the bottom wafer substrate after 
the slicing process. As a result, -7.02 x 10Vfi nm/(m/s) 
was obtained as the relationship between a and VL~AW for 
42"YX LiTaOa. 
E. Relationships among Chemical 
and Physical Charactenstics 
Table IV suinrnarizes the previously obtained relation- 
ships among VLSAW for 42"YX LiTaOa, Tc, and a: in ad- 
dition to the relationships between V L S A ~  and M(Liz0) 
obtained in Section I1 and between VLSAW and VSAW. All 
the characteristics were linearly interrelated to each other. 
Using the conversioii coefficients aniong those character- 
istic parameters, we easily cau convert from one of the 
chemical and physical characteristics to any other charac- 
teristics for crystal evaluation with a desired parameter. 
Using the results in Table 1V and the relative accuracv of 
Y 
V L s ~ w  measurements, 10.0013%, corresponding to +0.04 
rn/s around 3125 m/s. we can estimate the resolutions of 
this ultrasonic method for the chemical and physical prop- different measurement positions are negligible. 
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Fig. 5. LSAW vclocity distributions for 42'YX-LiTaOs wafers prepared from five ingots produced by manufacturer C 
TABLE IV 
INTERRELATIONSHIPS* AMONG CHEMICAL AND PHYSICAL PAOPEKI'IGS FOR 42'YX-LITA03 SIWCLE CRYSTALS. 
Property (X) 
VLSAW TC a M(Li20) VSAW 
I m / i  10 CI lnml [mol%] [ d s l  
property ~'LSAW [m/sl - 1.70 -7.02 x 10-6 0.0439 1.86 
0.588 - -4.13 x 10@ 0.0258 1.09 (Y) 
-3.80 x 10W6 0.0237 - 
- -0.00625 x lo6 -0.263 x lo6 Tc I"Cl 0 [rim] -0.142 x IO6 -0.242 x lo6 
M(Li20) [mol%] 22.8 38.7 -160 x lo-' - 42.1 
VSAW [+I 0.540 0.919 
'Conversion coefficient for X/U. 
erties of 42"YX-LiTa03 crystals, as sliown in Table V. The 
resolution in V'SALV is much higher than those in the T' 
and a merrsurernents. 
V. DISCUSSION 
A .  Evaluation of Crystals from Different Manufacturers 
The measured results of the &,SAW distributions for 
the wafers obtained from different manufacturers shown in 
Figs. 3-5 are summarized in Table VI, in order to evaluate 
homogeneities and inhomogeneities on wafers, in ingots, 
and anioiig wafers. The variations for the LizO contents 
M(Li20) and VSAW converted from the VLSALV variations 
also are shown in Table VI, baacd on t,he relationships 
presented in Table IV. The VLSAW variations for each of 
the wafers are within about 0.3 m/s, which corresponds 
to thc VSAW variations within about 0.6 m/s. The VLSAW 
variations in ingots are about 0.6 m/s maxirnum for manu- 
facturer A, but are larger for manufacturer C (about 1 m/s 
maximum). The maximum variations in VLSA~V among all 
of the wafers are 1.30 m/s for mannfacturer A and 2.03 m/s 
for manufacturer C. The converted variations of VSAW are 
2.41 m/s for manufacturer A and 3.76 m/s for manufac- 
t.urer C. We examiiied tbe wafers made by manufacturer B 
here to compare Tc with those for wafers from manufac- 
turer A. However, these specimens are from a wide range 
of Tc provided for. preparation of a more accurate cali- 
bration line, so they are excluded froln the discussion. If 
we assume that a tolerance of 10.04% is adopted for the 
SAW velocities P O ] ?  it would correspond to a tolerance of 
f1 .69 m/s for SH-type VSAW for 42"YX-LiTa03 wafers. 
The distributions on wafers and in ingots from different 
manufacturers and the divtrihutions among wafers made 
by manufacturer A are within the tolerance, but the dis- 
tributions aniong wafers made by manufacturer C exceed 
this tolerance. 
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TABLE V 
RESOWTLONS OF LLzO C O N T E N T ,  C U R I E  TEMPERATURE,  LATTICE 
CONSTANT. AND SA\$' VELOCITY FOR 4 2 ° Y X - L 1 T A 0 3  
BY LSAW VELOCITY MEASUREMENTS. 
~ 
Resolution 
LSAW velocity i0.04 m/s 
Curie temperature f0.07'C 
Lattice constant e 10.3  x rim 
SAW velocity f0.08 m/s 
L i z 0  content *o.noz mol% 
ROELECTRLCS. AND FREQUENCY COUTROL, \'OL. 49, NO. 4, APRIL 2002 
TABLE VI 
VARIATIONS OF ~IEASIJILED LSAW VELOCITIES A N D  OF ESTIMATED 
L i z 0  CORL'EPTS A N D  SA\\' V E L O C I T ~ E S  
FOR ~ ~ ' Y X - L I T A O ~  WAFERS. 
VLSAW M(Li20) VSAW 
ids1  [mol%] b/.I 
On wafers A 0.13 - 0.18 0.006 - 0.008 0.23 - 0.33 
B 0.06 - 0.23 0.003 - 0.010 0.11 - 0.42 
C 0.07 - 0.32 0.003 - 0.014 0.14 - 0.59 
In ingots A 0.50 - 0.61 0.026 - 0.027 1.09 - 1.14 
B 
C 0.58 - 1.01 0.025 - 0.044 1.07 - 1.87 - - - 
Among wafers A 1.30 0.057 2.41 
c 2.03 0.089 3.76 
B (3.24) (0.142) (6.00) 
The V L ~ ~ W  in ingots rmade by manufacturers A and 
C increased from the top to the bottom of the crys- 
tals, as shown in Figs. 3 arid 5. The relationship between 
VLSAW and M(LizO), 22.8 (I,SAW-rn/s)/mol%, indicates 
that M(Li20) increases from the top to the bottom of 
the crystals. The increment of M(Li20) is estimated to 
he 0.026 to 0.027 mol% for manufacturer A and 0.025 to  
0.044 mol% for Manufacturer C. The literature [13] re- 
ported that M(Liz0) increased from the top to  the bot- 
tom of crystals when the chemical composition of the start- 
ing material was Li-richer than the congruent composition. 
This implies that commercial crystals made by both man- 
ufacturers A and C were grown with the chemical compo- 
sition of the starting material slightly Li-richer than the 
congruent cornposition. 
B. Problems in Evaluating Crystals 
1 .  Gompu7isons uf Tolerances: Manufacturers currently 
use different irietliods to evaluate LiTaOs crystals: most 
manufacturers use the Tc rrieasurernents, but some use the 
a mcasuremcnts. Furthermore, independent tolerances are 
adopted for individual evaluation properties. For example, 
Table VI1 shows the tolerances for individual properties 
for evaluating LiTaOa crystals. Tolerances of +3"C for TC 
and +0.00002 nni for n are provided (311. So far, there have 
been no examples of standardized coinparisons between 
them, and at present neither manufact,urers nor users know 
which tolerance is broader. 
Therefore, based on the results in Table IV, we coni- 
pared the Tc tolerance of f3"C and the a tolerance of 
fO.00002 nm on tlie same scale through VLSAW and VSAW. 
Table VI1 shows the results of the comparisons. The corre- 
sponding tolerances for Tc and n expressed as changes in 
VLSA~V were estimated to he f1.76 m/s for Tc and f2.85 
m/s for a, and 1 3 . 2 7  m/s for Tc and k5.27 m/s for a 
when expressed as changes in VSAW. These results reveal 
that the a tolerance is 1.6 times LLS large as the Tc toler- 
ance. Thus, the differences in tolerance between individ- 
ual evaluation properties could lower t,he dcvice yield for 
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TABLE VI1 
TOLERANCES FOR LATTICE CONSTANT a AND CURIE TEMPERATLIKE Tc OF LITAo3 SINGLE CRYSTALS 
A N D  THEIR CORRESP~NUING VARIATIONS OF LSAW AND SAW VELOCITIES. 
Corremondine distribution 
A. B Tr loci *3 +1.76 f3.27 - .  . 
C a [nm] +20 x 10W6 12.85 *5.27 
users wlio adopt crystals supplied by manufacturers using 
a larger tolerance, because they would have to maniifactiire 
SAW dcvices using crystals that contain larger variations 
in V ~ A W  among substrates. Therefore, the tolerances for 
Tc arid a should be equal for the wafer specifications. For 
example, if a tolerance of *0.04% is adopted for VSAW [30], 
the corresponding tolerances can be estimated from the re- 
lationships in Table I\' as *1.6'C for Tc, 16.4 x nm 
for a, and f0 .9  m/s for VLSAW. 
2. Statistical Comparison of Grown Cqstals: Fig. 8 
shows accumulated data for some Tc values measured for 
LiTaOs crystals grown by manufacturer A and a values 
measured for crystals grown by manufacturer C during 
1999 to 2000. The number of samples n is 1047 for manu- 
facturer A and 436 for manufacturer C. Though manufac- 
tiirer A measures TC both at the top and bottom of each 
crystal ingot, only the results at the bottom are shown here 
to compare the results with those for a by manufacturer 
C. The results in Fig. 8 indicate that an averagt: valuc of 
Tc for the LiTaOs crystals produced by manufacturer A 
is 603.3"C with a standard deviation of l.O"C, an aver- 
age value of a for crystals produced by manufacturer C is 
0.515382 rim with a standard dcviatiori of 0.000004 urn. 
To compare the distributions in chemical composition ra- 
tio for the two manufacturers, we converted TC and a in 
Fig. 8 into VLSAW values as shown in Fig. 9. The results re- 
veal that tlic average values of VLSAW are 3125.78 m/s for 
manufacturer A and 3127.62 m/s for manufacturer C, and 
the average value for manufacturer A is 1.84 m/s smaller 
than that for manufacturer C. Furthermore, the standard 
deviations are 0.54 m/s for manufacturer A and 0.57 m/s 
for manufacturer C, so both are almost the same standard 
deviations in shtistical data. However, Fig. 9 also indicates 
that tlic maximum differences of the LSAW velocities are 
2.82 m/s for nianiifacturcr A and 5.27 m/s for manufac- 
turer C, so the mmimum deviatiou for rnanufacturer C is 
larger. This is because the a tolerance for manufacturer 
C is larger t,lian thc Tc tolerance for manufacturer A,  as 
shown in Table VI1. 
This discussion has been based on the meamred results 
at the bottoms of the crystal ingots. However, it is neces- 
sary in practice to also consider the properties of the wafers 
at the top positions of the crystals because an erroneous 
evaluation would be made if there were a distribution of 
VL~AW or a within a crystal, as shown in Fig. 7. The Tc 
also was measured a t  the top positions of crystals for nian- 
ufacturer A, so we can obtain the statistical distributions 
of 17LSA~T converted froin the mcasured values of Tc at thc 
top sides of t,lie LiTaOJ crystals made by manufacturer 
A, as shown in Fig. lO(a). However, we have no data of 
a at the top positions of the crystals made by manufac- 
turer C, but we can cstiniate VLSAW at the top side for 
a crystal ingot with a measured at the bottom side froni 
the experimental results in Fig. 7. In Fig. 7, the distances 
along the horizontal axis between the two approximated 
straight lines represent thc diffcrenccs in VLSAW between 
the top and bottom sides of the crystals. For example, at 
the point where a = 0.51538 nm, the VLSALXJ difference can 
be estimated to be 1 m/s. Thus, we can obtain statisti- 
cal distributions of VL~AW at the top sides of the crystals 
made by manufacturer C from values measured at the bot- 
tom sides in Fig. 9(b), as shown in Fig. 10(b). The results 
for manufacturer A shown in Fig. lO(a) present an aver- 
age V'sAw of 3125.52 m/s with a standard deviation of 
0.50 inis. Thcse results are snialler than the results for 
the bottom sides, shown in Fig. 9(a,), by 0.26 m/s in aver- 
age value and 0.04 m/s in standard deviation. The results 
for manufacturer C shown in Fig. 1O(b) include an av- 
erage V L s ~ ~ r  of 3126.76 m/s with a, standard devia,tion of 
0.41 rm/s. Thcse results are smaller than the results for t,he 
bottom, shown in Fig. 9(b), by 0.85 m/s in average arid 
0.16 m/s in stmdard deviation. These results thus rcveal 
that thc distributions are statistically smaller at the top 
of the crystals than at the bottom, and, in average, the 
dist,ributions for LiTaOs crystals made by manufacturer 
C are approximately three times larger than those made 
by manufacturer A. Furthermore, we can see the different 
chemical compositions of the starting materials between 
the two manufacturers from the result of the difference in 
average VLSAW value of 1.24 ni/s, corresponding to 0.055 
mol% for the Liz0 content. 
In contrast, the maximum differences of VLSAW ob- 
tained by combining the results in Figs. 9 and 10 are 3.13 
m/s for manufacturer A and 5.43 m/s for manufxturer 
C. Thus, the maximum deviation for manufacturer C is 
larger, in correspoiiderice to the tolerance shown in Ta- 
ble VII. The above results suggest that, because manufac- 
turer A is growing a larger iiumbcr of crystals that have 
a nearly congruent composition and their tolerance is nar- 
rnwcr than that for manufacturer C, manufacturer A sup- 
plies crystals arid wafer substrates with smaller variations 
in chemical and physical characteristics among the crys- 
tals. 
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Fig. 8. Statistical distrihutions of evaluation properties measured for 
the bottom parts of LiTaOs crystals grown by two manufacturcrs. 
(a) Curie temperature Tc by manufacturer A, (b) Lattice constant 
(L by manufacturer C. 
C. Solutions 
There are elastic inhomogeneities related to the cheni- 
ical composition distributions in crystal ingots, as shown 
in Table VI. Therefore, if TC or a is measured only a t  the 
bottom sides of crystals, for example, as in the case of man- 
ufacturer C (Fig. 7), distrihutions in the crystals cannot 
be known correctly. In contrast, when TC or a is measured 
both a t  the top and bottom sides of the crystals, as in the 
case of manufacturer A (Fig. 6); distributions that reflect 
inhomogeneities in the crystals can be determined. Similar 
things also are indicated from the results in Figs. 9 and 10. 
Although the use of higher-resolution techniques is clearly 
suitable for single crystal evaluation, it is a t  least neces- 
sary to conduct measurements both at the top and bottom 
sides of crystal ingots. It also is important to  present the 
results to users who design devices, to enable them to fab- 
ricate devices with high yield and superior performance. 
One way to obtain a successful evaluation based on 
1 IrfMn, (a) Manufacturer A 
(n=1047) 
av. : 3125.78 ml 
eo 
60 
a 
w a : 0.57 m/s 3 40 
I3 z 
20 
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LSAW VELOCITY [m/s] 
Fig. 9. Statistical distributions of LSAW velocities for the bottom 
parts of 42'YX-LiTa03 crystals produced by two manufacturers. 
Tho velocities were ohtained by the relationships between Tc and 
VLSAW in Fig. 6 and between a and VLSAW in Fig. 7. (a) Mmufac- 
tnrer A, (b) manufacturer C. 
only the results from one side of the top and bottom of 
crystals is to  grow more homogeneous crystals with the 
proper congruent composition useful for successive crys- 
tal production. As stated in 1V.B; t,hc crystals made by 
manufacturer A have an average difference of 0.26 m/s in 
VLSAW between the top and bottom sides of the crystals, 
the difference in the crystals made by manufacturer C was 
0.85 m/s. Thus, manufacturer A is growing a larger nuui- 
ber of crystals that have nearly Congruent compositions. 
The congruent composition estimated from the present r e  
sults lies around the intersection of the solid line and dot- 
ted line in Fig. 7 (a = 0.51540 nm). If a = 0.51540 nm, 
is 3124.6 m/s, corresponding to 601.0"C for Tc. 
However, because the relationship between Visi\\v and Tc 
used here wa? obtained from the Tc values measured in 
manufacturer A and, as shown in Fig. 6, it also involves 
some problems with absolute accuracy due to the measur- 
ing instruments and conditions used for Tc measurements 
hy manufacturer A; so this is not always the absolute value 
to yield a congruent composition. This also may apply to a. 
In any case, adopting the growth conditions that achieve 
around 0.51540 nm for a in the current production line 
would be one way for manufacturer C to  grow more h o  
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Fig. 10. Statistical distributions of LSAW velocities for the top parts 
of 42OYX-LiTaOg single crystals produced by two manufacturers. 
The velocities for manufacturer A were obtained by the relationships 
between Tc and VLSAW in Fig. 6, and those for manufacturer C 
wcre estimated using the results of Fig. 7. (a) Manfactiirer A, (h) 
manufacturer c. 
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ship between VLSAW and VSAW for 4ZoYX-LiTaO3 wafers 
was obtained through numerical calculations based on thc 
chemical composition dependences of the acoustical physi- 
cal constants of LiTaOs crystals. The TC and a car; be con- 
verted into values of the same parameter (VLSAW or VSAW) 
using these relationships. As a result, we found that the 
tolerance for a of ztO.00002 nm is 1.6 times larger than the 
tolerance for Tc of 13"C, thus clarifying one problem in 
the current evaluation methods. However, we suggested se- 
rious problems associated with tho measuring instruments 
and conditions for Tc due to which the experimental re- 
sults revealed a differcnce of 2°C between the Tc values 
measured by two individual manufacturers. A staiidard- 
ized tolerance of 10.04% for V~AW corresponds to the fol- 
lowing tolerances for each characteristic value: +l.G°C for 
Tc, 16 .4  x 10VG nm for a, and 4~0.9 m/s for Us- 
ing the statistical results of Tc and a for LiTaOa crystals 
manufactured by two manufacturers from 1999 to 2000, 
we evaluated the crystals between the two manufacturers 
on the same sca,le of J~ /LSAW.  This clarified the differences 
in VLSAW or chemical composition for average crystal in- 
gots from the two manufacturers as well as the differences 
in the distributions aniong crystals that correspond to the 
tolerances of individual manufacturers. 
As described above, some problems in growing and eval- 
uating crystals were clarified by examining the interrela- 
tionships among various chemical and physical character- 
istics using the LFB-UMC system and by evaluating the 
crystals using the standardized scale of VLSALV. It is at lemt 
necessary to perform evaluations at the top and bottom 
sides of crystals to identify the variations and distribu- 
tions within the crystals. Furthermore, it is important to 
feed the evaluation results back to the growth conditions 
to obtain more homogeneous crystals, and to providc such 
results for users who fabricate SAW devices. Grown crys- 
tals also should be evaluated under standardized criteria 
mogeneous crystals. Similarly, it would be advantageous to supply crystal substrates with small variations in the 
for rnamifacturer A to adopt the growth conditions that physical alld chemical characteristics, T~ that end, we he- 
achieve around 601.0"c for Tc. It is Possible to grow more lieve that tllis study will provide an itnportant guideline for 
homogeneous crYstals feeding the measurement standardizing the specifications for wafers. In addition, he. 
of VLSAW back to the crystal growth conditions, particn- callSe the LFB-UMC system can he used to evaluate both 
larly to the chemical composition of the starting material; Rayleigh-tyl)e dcVice materials and s ~ - ~ ~ ~ ~  s~~ 
a detailed description of this will be presentcd in another device this system is an inl- 
paper. portant material evaluation technology that enables supe- 
rior accuracy and a standardized evaluation of SAW device 
matcrials. 
Though we evaluated the chemical composition ratio as 
an essential factor for determining the characteristics of 
substrate materials in this study, other important proh- 
]ems associated with surface damage of the substrates, 
which is considered to  produce properties differing from 
the hulk property, werc not considered. A damaged sur- 
face layer contains disorders introduced to the surface of 
the substrates during slicing and polishing, sudi as sur- 
face roughness, micro cracks, and anomalous layers. This 
is a more important problem, particularly for devices for 
which thc key material propertics are within 1 Llm of the 
surface, such as SAW devices and surface waveguide-type 
we consider 
VI. CONCLUSIONS 
In this study of evaluating the chemical compositions of 
LiTaO, crystals, we implemented a standardized compar- 
ison and evaluation of the tolerances for Tc and a,  which 
are determined independently by individual manufactur- 
ers? through the Rayleigh-type VLSAW measured by the 
LFB-Uh4C system. 
We first measured VLsHb" for 4Z0YX-LiTaO3 wafers 
ohtained from three crystal manufacturers, and then ex- 
perimentally obtained the relationship between Tc and a 
measured by the individual manufacturcrs. The relation- 
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optical devices. This inHuence is particularly significant 
for SHF.band SAW devices, so it will be in thc 
near future to consider not only the chemical composition 
Drohlerns but, also the influence from surface damaee to 
[I61 H. Hiram, T. Fukuda, S. Rlatsumura, and S. Takahashi, 
"LiTaOs single crystals for SAW device applications: (1) Char- 
acteristics of the material," in Proc. 1st Meeting o n  Ferroelectric 
86. 
and Applications, Kyoto, Japan, 1978, pp, 
~~ ~~ u 
the substrates. 
ACKNOWLEDGMENT 
1171 K. Nahnura ,  hl.  Kazumi, and H. Shimizu, "SH-type and 
Rayleigh-type surface waves on rotated Y-cut LiTaOs," in Proc. 
IEEE Ultrason. Symp., 1977; pp. 819-822. 
[la] R. M. White and F. I V .  Voltmer, "Direct piezoelectric coupling 
to surface elastic wavcs," Appl. Phys. Lett., vol. 7, pp. 314-316, 
rL,- I"CK "=-. 
1191 K. Yamanouchi and K. Shibayama, "Elastic surfacewave excita 
The authors are grateful to y .  On0 for his useful advice tion, using parallel-line electrodes above piezoelectric J .  
. the measurements. Acoust. Sac. Amer., vol. 41, pp. 222-223, Jan. 1967. 
1201 .I. Kushibiki, I. Takanaga, S .  Komatsuzaki, and T. Ujiie, "Chem- 
REFERENCES 
R. h.1. Hays and C. S. Hartmann, "Surface-acoustic-wave de- 
vices for communications," Proc. IEEE,  "01. 64, pp. 652471, 
May 1976. 
C. C. W. Ruppel, R. Dill, A. Fischerauer, G. Fischerauer, W. 
Gawlik, J. Machui, F. Miller,  L. Reindl, W. Ruile, G. Scholl, I. 
Schropp. and K. C. Wagner, "SAW devices for consumer com- 
munication applications," IEEE Trans. Ultrason., Fewelect.,  
Prep. Contr., vol. 40, pp. 438-452, Sep. 1993. 
K. Yamanouchi, "Surface acoustic wave devices," IEICE Trans. 
Electron., vol. J82-C-I, pp. 689496, Dec. 1999. 
J. Kushihiki and N. Chubachi, "Material characterization by 
line-focus-beam acoustic microscope," IEEE Trans. Sonies Ul- 
tmson., vol. SU-32, pp. 189-212, Mar. 1985. 
J. Kushibiki, Y. Ono, Y. Ohashi, and hl. Arakawa, "Develop 
ment of the line-focus-beam ultrasonic material characterization 
system," IEEE 'hns.  Ultrason., Fenoelect., Freq. Contr., vol. 
49; pp. 99-113, Jan. 2002. 
J .  Kushibiki. H. Asano. T. Ueda. and N. Chubachi. "ADDkation 
I .. 
of 1intfocus:beam acoktic mic;oscope to inhomogeneity detec- 
tion on SAW device materials," in Proc. IEEE Ultrason. Syn~p.; 
1986, p p .  749-753. 
J. Kushibiki, H. Takahashi, T. Kobayashi, and N .  Chubachil 
"Quantitative evaluation of elastic properties of LiTaOs crystals 
by linefocus-beam acoustic microscopy," Appl. Phys. Lett., vol. 
58, p p .  893-895, Mar. 1991. 
J. Kushibiki, H. Takahashi, T. Kobayashi, and N. Chubachi, 
"Characterization of LiNh03 crystals by line-focus-beam ~ C O U S  
tic microscopy,'' Appl. Phys. Lett., vol. 58, pp. 2622-2624, 
June 1991. 
.I. Kushihiki, 1'. Kobayashi, €1, Ishiji, and N. Chubachi, "Elastic 
properties of &mol% MgO doped LiNbOs crystals measurcd by 
line focus bcanr acoustic microscopy," Appl. Phys. Lett., "01. 61, 
pp. 2164-2166, No". 1992. 
[lo] J. Kushibiki, H. Ishiji, T. Kobayashi, N. Chubachil 1. Sahashi, 
and T.  Sasamata, "Characterization of 36°YX-LiTa0:s wafers 
by line-focus-beam acoustic microscopy," .IEEE Trans. Ultra- 
son., Ferroelect., Freq. Contr., vol. 42, p p .  83-90; Jan. 1995. 
[ll] J. Kushibiki, T. Kobayashi, H. Ishiji, and C. K. Jenl "Surface- 
acoustic-wave properties of MgO-doped LiNhOs single crys- 
tals meawred by line-focus-beam acoustic microscopy," J. Appl. 
Phys., "01. 85, pp. 7863-7868, June 1999. 
[12] J. Kushibiki, Y. O m ,  arid I. T~kanaga~ "Ultrasonic micro- 
spectroscopy of LiNbOs and LiTaO3 single crystals for SAW 
devices," IEICE Rans. Electron.> vol. J82-C-I, pp. 715-727, 
Dec. 1999. 
1131 J. Kushibiki, T. Okuzawa, J. Himhashi, and Y .  Ohashi, "Line- 
focus-beam acoustic microscopy characterization of optical- 
grade LiTaO3 single crystals," J. Appl. Phys., vol. 87, pp. 4395- 
4403, May 2000. 
[I41 J. Kushibiki, Y. Ohashi, and Y. Ono, "Evaluation and selec- 
tion of LiNbO3 and LiTaO3 substrates for SAW devices by 
the LFB ultrasonic material characterization system," IEEE 
Tiam. Ultrason., Fevoelect., h 9 .  Contr.., vol. 47, pp. 1068- 
1076, Juiy 2000. 
[151 K. Shibayama, K.  Yamanouchi, H. Sato, and T. Meguro, "Opti- 
mum cut for rotated Y-cut LiNbOj crystal used as the substrate 
of acoustic-surface-wave filters," Pmc. IEEE,  vol. 64, pp. 895- 
597, May 1976. 
ice1 composition dependences of the acoustical physical con- 
stants of LiNbOs and  LiTdOs single crystals," J. Appl. Phys., 
to be published. 
1211 0. Kawachi, G. Endoh, M. Uedn; 0. Ikata, K.  Hashimoto, and 
hl. Yarnaguchi, "Optimurn cut of LiTaOs for high performance 
leaky surface acoustic wave filters," in PTOC. IEEE Ultmsor~. 
Symp., 1996, pp. 71-76. 
1221 K. Hashimoto, M. Yamaguchi, S. hlineyoshi, 0. Kawachi, M. 
Ueda, G. Endoh, and 0. Ikata, "Optimum leaky-SAW cut of 
LiTaOs for minimised insertion loss devices," in Proc. IEEE 
Ultmso?. Symp., 1997, pp. 245-254. 
[23] J. J. Campbell and W. R. .Jones, "Propagation of surface waves 
at tho boundary between a piemelectric crystal and a fluid 
medium," IEEE R a m  Sonics Ultrason., vol. SU-17, pp. 71- 
76, Apr. 1970. 
(241 J. J .  Campbell and W. R. Jones, "A method for estimating op- 
timal crystal cuts and propagation directions for excitation of 
piezoelectric surface waves," IEEE %ns. Sonics Ultmson., vol. 
SU-15, pp. 209-217, Oct. 1968. 
1251 Y. Ono, J .  Kushihiki, and N .  Chuhachi, "A measurement 
method of moving characteristics of precision mechanical- 
translation stages using ultrasonic plane waves and its applica- 
tion to a lincfocus-heam acoustic microscopy system," IElCE 
Rams. Fundamentals, vol. J76-A, pp. 279-286, Alar. 1995. 
[26] J .  Kushibiki and M. Arakawa, "A method for calibrating 
the line-focus-beam acoustic microscopy system," I E E E  7bm. 
Ultrason., Fenoelect., Frep. Contr., vol. 45, pp. 421-430, 
hlar. 1998. 
[27] 1. Kushihiki, M. Ar:hwa,  and R .  Okahe; "High-accuracy stan- 
dard specimens for the line-focus-beam ultraonic material char- 
acterization system," IEEE 7hns. Ultrason., Ferroelect., Fre9. 
Contr., to be published. 
1281 J. Kushibiki, Y. Ohashi, and M .  Arakawa, "Influence of r e  
flected waves from the back surface of thin solid-&ate soeci- 
men on velocitv measurements bv line-focus-beam acoustic mi- 
croscopy," IEEE Tmns. Ultrason., Feroelect.,  Preg. Contr., "01. 
47, pp. 274-284, Jan. 2000. 
1291 M. Sato, A. Iwama: J. Yamada, M. Hikita, and Y. Furukawa, 
"SAW velocity variation LiTaOa substrates," Jpn. J .  Appl. 
Phys., suppl. 28-1, vol. 28, p p  111-113, 1989. 
[301 K. Yamada, T. Omi, S. Matsumura, and T. Nishimura, "Char- 
acterization of Cinch LiTaOs single crystals for SAW device a p  
plication," in Proc. IEEE Ultrason. Symp., 1984, p p .  243-248. 
[31] IEC-PAS, "Single crystal umfws applied for myface acoustic 
waue device: Spectfication and Measuring Method", IEICE/Std- 
0002, April 17, 2001. 
Juaichi Kushibiki (M'83) was born in Hi- 
rosaki, Japan, on November 23, 1947. He IC 
ceivad the B.S., M.S., and Ph.D. degrees in 
electrical engineering from Tohoku University, 
Sendai. Jaoan. in 1971. 1973. and 1976. TC 
ing; Faculty if Engineering, Tohoku Univer- 
sity, where he was Associate Professor from 
Authorized licensed use limited to: TOHOKU UNIVERSITY. Downloaded on February 4, 2010 at 00:59 from IEEE Xplore.  Restrictions apply. 
KUSHlBlKl et al.: EVALUATION OF CRYSTALS FOR SAW DEVICES 
1988 to 1993 and became Professor in 1994. He bas been studying 
ultrasonic metrology, especially acoustic microscopy and its applica- 
tions, and has established a method of material characterization by 
LFB acoustic microscopy. He also has been interested in biological 
tissue characterization in the higher frequency range, applying both 
bulk and acoustic microscopy techniques. 
Dr. Kushibiki is a member of the Acoustical Society of America; 
the Institute of Electronics, Information. and Communication Engi- 
neers of Japan; the Institute of Electrical Engineers of Japan; the 
Acoustical Society of Japan; and the Japan Society of Ultrasonics in 
Medicine 
465 
Takaaki Ujiie was born in Kanazawa, Japan, 
on October 5, 1976. He received the B.S. and 
M.S. degrees in electrical engineering from To- 
hoku University, Sendai, Japan, in 1999 and 
2001, respectively. He joined Pioneer Corpo- 
ration in 2001. 
Yuji Ohashi was born in Toyama prefecture, 
.Japan on August 27, 1973. He received the 
B.S. and M.S. degrees in rlectrical engineer- 
ing from Tohoku University, Sendai, Japan in 
1996 and 1999, respectively. 
He is currcntly studying toward the Ph.D. 
degree at  Tohoku University. His research 
interests include development of linefocus 
beam acoustic microscopy System and its ap- 
plication to materials characterization. 
Mr. Ohashi in a member of the Acoustical 
Society of Japan. 
Authorized licensed use limited to: TOHOKU UNIVERSITY. Downloaded on February 4, 2010 at 00:59 from IEEE Xplore.  Restrictions apply. 
